In Situ Treatment of a Scanning Gate Microscopy Tip 
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In scanning gate microscopy, where the tip of a scanning force microscope is used as a movable 
gate to study electronic transport in nanostructures, the shape and magnitude of the tip-induced 
potential are important for the resolution and interpretation of the measurements. Contaminations 
picked up during topography scans may significantly alter this potential. We present an in situ 
high-field treatment of the tip that improves the tip-induced potential. A quantum dot was used to 
measure the tip-induced potential. 

PACS numbers: 07.79.-v, 73.21.La, 73.23.Hk 



In scanning gate microscopy (SGM) the sharp conduct- 
ing tip of a scanning force microscope (SFM) is used as 
a movable gate to study electrical transport with high 
spatial resolution. This technique has been applied to 
study the classical [l[ and quantum Hall effect @, 
quantum poin t contacts 0, [EH, 0, Hi > an d quantum dots 
[a USEE III El- Because in SGM the sample interacts 
capacitively with the tip of the microscope it is important 
to understand and control the potential the tip induces 
in the sample. It is empirically known that the shape of 
th e tip -induced potential may be unexpectedly complex 
@, Il3l . HH . Recently, we have found that indeed the tip- 
induced potential may have two components, one that 
depends on th e tip bias and one that is independent of 
tip bias [1, [H [l3[. This complicates the interpretation 
of SGM measurements. 

Here we present a method that improves the tip- 
induced potential by simplifying its geometry. Our work- 
ing hypothesis is that charged dielectric particles clinging 
to the tip create the part of the tip-induced potential that 
is independent of the tip bias [H, ■ Removing these 
particles would leave us with a tip-induced potential that 
depends only on the shape of the conducting tip and can 
be controlled more easily. 

It is difficult to prevent contamination with particles 
for four reasons. First, the samples studied by SGM are 
typically patterned with complex nanostructures which, 
once they are finished, easily get damaged by thorough 
surface cleaning procedures. Second, the experiments 
are mostly performed at very low temperatures and it 
is usually necessary to make large topography scans in 
order to locate the structure of interest which has shifted 
laterally relative to the tip while cooling down the mi- 
croscope. This increases the probability of picking up 
a particle. Third, the tips are usually prepared ex situ 
and transferred to the microscope under ambient con- 
ditions. Replacing a contaminated tip is cumbersome 
because starting a new cooldown with a fresh tip is time- 
consuming. Fourth, SGM is usually done in a decent 
vacuum of p < 10 mbar but not in ultra high vacuum. 
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In scanning tunneling microscopy (STM) it is common 
practice to clean tips by suddenly raising the tip bias to 
about 10 V, a procedure known as high-field treatment 
or "flashing" [l5|, [l6j] . We have adapted this technique 
for use in SGM. 

It is important to stress a difference between STM and 
SGM. In STM the tip is usually closer than 1 nm to the 
surface and for the highest resolution images the tunnel 
current passes through the single foremost atom of the 
tip. Because the tunnel current decreases exponentially 
with distance, additional tips or impurities on the tip 
that are set back by more than a few atomic layers do not 
affect the measurement. In SGM the distance between 
tip and sample needs to be larger, typically on the order 
of tens or hundreds of nanometers, because the surface 
is usually not flat but lithographically patterned. The 
tip is coupled capacitively to the sample and we need 
to take the long-range nature of electrostatic interaction 
into account. Therefore the exact shape of the tip and 
contaminations do influence the measurement, even when 
they are significantly set back from the foremost tip. 

We have used a quantum dot to measure the tip- 
induced potential. The dot was defined by local anodic 
oxidation on a GaAs/AlGaAs heterostructure with a two- 
dimensional electron gas residing 34 nm below the sur- 
face. A thin film of Ti was evaporated on the surface and 
again oxidized to form top gates [13] • The area above the 
dot was completely oxidized to allow capacitive coupling 
between tip and dot only. The measurements were per- 
formed in a dilution refrigerator cooled SFM [ijj at an 
electronic temperature of about 190 mK. The tip was 
glued on a tuning fork sensor and the setup allowed both 
STM operation and SFM operation. For the latter the 
change of the tuning fork sensor's resonance frequency 
was used to detect the force between tip and sample. 

The Ptlr tip was electrochemically etched from a 
15 fjxa wire at room temperature. For etching we used a 
solution of 7 g CaCl 2 • 2H 2 in 40 ml H 2 and 2 ml ace- 
tone [ll|. We applied an ac voltage of 7 Vp P at 700 Hz 
between the wire and a small gold ring around it that 
held a droplet of the etchant. The voltage was applied 
until the wire fell apart to form the tip. 

The quantum dot was tuned to the Coulomb blockade 
regime where its electrical conductance is very low un- 
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FIG. 1: (Color online) (a-g) Scanning gate measurements that show the current through a quantum dot as a function of tip 
position. Lines of high current are equipotential lines of the tip-induced potential, (a) Shows the tip-induced potential recorded 
after first cooling down the microscope. In (b-g) we can see how the tip-induced potential changed due to the high-field 
treatment. We also show SEM images of the tip before (i) and after (h) the measurement cycle. 



less one of the dot's quantized energy levels comes into 
resonance with the chemical potential in the source and 
drain leads. We applied a small ac bias of 20 fiV across 
the dot and mapped the current through the dot as the 
tip of the microscope was scanned over it. Figures [TJ a-g) 
show seven such measurements where the tip was scanned 
at a constant height of about 100 nm over the surface. 
In between two images the cleaning procedure described 
below was performed. At most tip positions the current 
is low and only when the tip-induced potential aligns an 
energy level of the dot with the Fermi level of the leads 
we see an enhanced current. The lines of higher cur- 
rent are equipotential lines of the tip-induced potential 
[l2| . At every line the number of electrons on the dot is 
changed by one and the energy separation between two 
subsequent lines is roughly the charging energy of the 
dot, here about 1 meV. 

In Fig. []Jh) wee see a scanning electron microscope 
(SEM) image of the tip taken before the microscope was 
cooled down. It is clean and the foremost tip has a diam- 
eter of less than 100 nm. After cooling down the micro- 
scope we had to make several topography scans in order 
to locate the quantum dot. Figure QJi) shows how after 
the cooldown the tip was deformed and contaminated 
with additional particles compared to Fig. [IJh) . 

In Fig. QJa) we see the potential of the grounded tip 
when it was first scanned over the dot. Clearly, a dou- 
ble tip had developed [?J and we see two extrema some 
500 nm apart. One has a magnitude of about 2 meV 
while the other has a magnitude of more than 10 meV as 
we can estimate by counting the equipotential lines. Such 
a potential is typically suboptimal to be used for SGM 
investigations because it will lead to a poor resolution 
and complicate the interpretation [l3l |. 



In order to improve the tip potential we have now tried 
different cleaning procedures. In each case we used our 
coarse positioning system to move the tip over one of the 
metallic leads that connect to the Ti film about 10 /im 
away from the quantum dot. We moved to the thicker 
lead because it withstands high currents better than the 
thin Ti film. In STM mode we moved the tip to the 
surface, switched to a higher tip bias and withdrew the 
tip again. At high tip bias we temporarily observed cur- 
rents of over 100 nA between tip and surface and the 
sample temperature rose by about 25 mK. In order to 
check the result we used the coarse positioning system 
again to move the tip over the dot. This required some 
topography scanning to verify the position. With the 
dot we could then map the tip-induced potential again. 
The cleaning procedure influenced the sample and some 
fine-tuning was necessary to bring the quantum dot back 
into the Coulomb blockade regime. This fine-tuning has 
a negligible influence on the images presented in Fig. [lja- 

g). 

In Table U we list the parameters that were used in 
the different repetitions of the high-field treatment. We 
applied a low bias voltage Vi to the tip, brought it close 
to the surface until the current setpoint / was reached 
and then applied the higher bias Vh- In each step this 
was repeated a few times. 

Figures Qlb-g) show the resulting scanning gate im- 
ages which resemble the tip-induced potential. The tip 
was grounded except in Fig. [TJf) where it was biased 
to +100 mV. The tip-induced potential changed signifi- 
cantly, both in shape and magnitude. In the first four im- 
ages we see closely packed equipotential lines, indicative 
of a relatively steep potential. In the remaining three im- 
ages the equipotential lines are further apart and the po- 
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TABLE I: Parameters used for the successive high-field treat- 
ments of the tip. Vi is the tip bias used in STM mode with a 
current setpoint / while Vh is the tip bias used for cleaning. 



No. 


Result 


Vi [V] 


/ [nA] 


Vh [V] 


1 


Fig. mb) 


+1.0 


0.2 


+5 


2 


Fig. |Hc) 


+1.5 


0.2 


+5 


3 


Fig. Did) 


-1.5 


0.2 


-8 


4 


Fig. [He) 


-1.5 


2.0 


-10 


5 


Fig. Ef) 


-1.5 


1.0 


-10 


6 


Fig. Eg) 


-1.5 


1.0 


-10 



tential is flatter. There is still more than one extremum 
but the extrema are closer to each other. This could indi- 
cate that a highly charged particle has fallen off the tip. 
What remains is the potential of the metallic tip, possi- 
bly decorated by a particle charged less than before. The 
potential shown last in Fig. Eg) is, albeit still imperfect, 
much simpler than the one in Fig. E a )- The magnitude 
decreased from more than 10 meV to about 4 meV and 
the shape became more symmetric. We did not find that 
any particular set of cleaning parameters led to better 
results than others. In order to locate the quantum dot, 
we had to make a topography scan between the clean- 
ing procedure and the measurement of the tip-induced 
potential each time. This unavoidable scan may have 
contaminated the tip anew. It seems, for example, that 
after the first cleaning a particle was removed and after 



the second cleaning a new particle was picked up (Figs. 
E a ~ c ))- Two cleaning procedures later (Fig. E e )) this 
particle is removed again. 

We found that, before the high-field treatment, the z- 
position at which the tip encountered the surface was 
several tens of nanometers closer to the surface when 
measured in STM mode compared to what we measured 
by mechanically oscillating the tip. This could be due 
to an insulating particle on the tip. The observation of 
a tip bias independent potential and the changes of the 
tip-induced potential due to the high-field treatment also 
indicate the presence of charged insulating particles on 
the tip. This makes us confident that a contamination of 
the tip is the reason for odd tip-induced potentials. In 
Fig- Hi) we show an SEM picture of the contaminated 
tip after it had been used in measurements for several 
weeks. It is unclear, however, when exactly these parti- 
cles were picked up. 

In conclusion, we have shown how a high-field treat- 
ment can be used to improve the tip-induced potential 
of SGM probes. Additional measures to clean the sur- 
face and to avoid topography scans during which the tip 
comes very close to the surface will be necessary to fully 
control the tip-induced potential. 
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for discussions and P. Wagli for making the SEM im- 
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